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(b) Disturbance of the fit of 
facepieces, mouthpieces, hoods, or hel-
mets; 

(c) Interference with the wearer’s ac-
tivities; and 

(d) Shutoff of airflow due to kinking, 
or from chin or arm pressure.

§ 84.133 Harnesses; installation and 
construction; minimum require-
ments. 

(a) Each supplied-air respirator shall, 
where necessary, be equipped with a 
suitable harness designed and con-
structed to hold the components of the 
respirator in position against the wear-
er’s body. 

(b) Harnesses shall be designed and 
constructed to permit easy removal 
and replacement of respirator parts, 
and where applicable, provide for hold-
ing a full facepiece in the ready posi-
tion when not in use.

§ 84.134 Respirator containers; min-
imum requirements. 

Supplied-air respirators shall be 
equipped with a substantial, durable 
container bearing markings which 
show the applicant’s name, the type 
and commercial designation of the res-
pirator it contains, and all appropriate 
approval labels.

§ 84.135 Half-mask facepieces, full 
facepieces, hoods, and helmets; fit; 
minimum requirements. 

(a) Half-mask facepieces and full 
facepieces shall be designed and con-
structed to fit persons with various fa-
cial shapes and sizes either: 

(1) By providing more than one face-
piece size; or 

(2) By providing one facepiece size 
which will fit varying facial shapes and 
sizes. 

(b) Full facepieces shall provide for 
optional use of corrective spectacles or 
lenses, which shall not reduce the res-
piratory protective qualities of the res-
pirator. 

(c) Hoods and helmets shall be de-
signed and constructed to fit persons 
with various head sizes, provide for the 
optional use of corrective spectacles or 
lenses, and insure against any restric-
tion of movement by the wearer. 

(d) Facepieces, hoods, and helmets 
shall be designed to prevent eyepiece 
fogging.

§ 84.136 Facepieces, hoods, and hel-
mets; eyepieces; minimum require-
ments. 

(a) Facepieces, hoods, and helmets 
shall be designed and constructed to 
provide adequate vision which is not 
distorted by the eyepiece. 

(b) All eyepieces except those on 
Types B, BE, C, and CE supplied-air 
respirators shall be designed and con-
structed to be impact and penetration 
resistant. Federal Specification, Mask, 
Air Line: and Respirator, Air Filtering, 
Industrial, GGG–M–125d, October 11, 
1965 with interim amendment-1, July 
30, 1969, is an example of an appropriate 
standard for determining impact and 
penetration resistance. Copies of GGG–
M–125d may be obtained from the 
NIOSH, Certification and Quality As-
surance Branch, 1095 Willowdale Road, 
Morgantown, WV 26505–2888. 

(c)(1) The eyepieces of AE, BE, and 
CE type supplied-air respirators shall 
be shielded by plastic, glass, woven 
wire, sheet metal, or other suitable 
material which does not interfere with 
the vision of the wearer. 

(2) Shields shall be mounted and at-
tached to the facepiece to provide easy 
access to the external surface of the 
eyepiece for cleaning.

§ 84.137 Inhalation and exhalation 
valves; check valves; minimum re-
quirements. 

(a) Inhalation and exhalation valves 
shall be provided where necessary and 
protected against distortion. 

(b) Exhalation valves shall be: 
(1) Protected against damage and ex-

ternal influence; and 
(2) Designed and constructed to pre-

vent inward leakage of contaminated 
air. 

(c) Check valves designed and con-
structed to allow airflow toward the 
facepiece only shall be provided in the 
connections to the facepiece or in the 
hose fitting near the facepiece of all 
Type A, AE, B, and BE supplied-air res-
pirators.

§ 84.138 Head harnesses; minimum re-
quirements. 

Facepieces shall be equipped with ad-
justable and replaceable head har-
nesses which are designed and con-
structed to provide adequate tension 
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